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Burns Order Number:
Burns Order Line:
Burns Model Number:

Quantity:

Transmitier Temperature Range:

Transmitter Calibration (CR18)
Certificate of Conformance
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Below is a table of the transmitter serial numbers and the maiching tag numbers,

Transmitter Serial Number(s) Tag Numbers(s)

171425654
171425649
171425651
171425357
171425652
17142539
171425653
171425655
171425398
171425650

The transmitters provided under the referenced order have been set to the temperature range noted
above. The transmitter output has been verified at the 0% of span and 100% of span points to be

within the limits reported below,

100% of span:  4.000+ 029 mA
0% of span: 200000 029 mA
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